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ABSTRACT
An HPLC method using an UV detector was developed for the simultaneous determination of nitrites, nitrates and phosphates in
environmental samples. Chromatographic separation was achieved isocratically on a Phenomenex Synergi Polar-RP LC column
using acetonitrile and acidified water (pH 2.7) at 60:40 v/v as mobile phase. Baseline resolution of all the three analytes was
achieved within 3 min. The developed method was applied to water samples obtained from the wastewater treatment plant in




3– in water samples. The treatment plant was found to be functioning within expectations, removing 97.6 %
NO2
–, 88.0 % NO3
– and 90.9 % PO4
3– from the received wastewater. Results of the developed method were comparable with those of
the traditional ion chromatography method, showing accuracy values between 95.22 % and 98.04 %. The precision of the method
for the determination of all analytes was determined by RSD values, all of which were lower than 5 %. The method is of low cost,
fast, has an easy procedure and avoids the use of many reagents – some of which may be hazardous.
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1. Introduction
Nitrogen is a vital nutrient for both plants and animals1. In the
environment, it exists as nitric oxide (NO), nitrite (NO2
–) and
nitrate (NO3
–). These are ever-present in everyday samples such
as environmental, food and biological samples.2 In water, NO3
–
occurs both naturally and through external inputs which may
include run-off from agricultural soils, soil organic matter as well
as livestock and human faecal material.3 Contamination of
groundwater resources by nitrate is mainly a consequence of
anthropogenic activities and uncontrolled discharges from
industries, agricultural activities, sewage treatment plants and
pit latrines.4
Contamination of water and food sources by nitrate is a
concern as it may result in methemoglobinaemia,5 which may
eventually lead to mental retardation.6 Nitrite may react with
amines in human bodies to form nitrosamines, which are said to
be carcinogenic.1 In surface waters, excess nitrates and nitrites
lead to algal blooms, resulting in lowered levels of oxygen in the
water, leading to eutrophication.7
Phosphates are of great importance in numerous fields such
as in the manufacturing of fertilizers, detergents, beverages
and semiconductors.8,9,10 However, excessive phosphorus con-
centration in waters leads to overgrowth of aquatic plants
and algal bloom formation, which ultimately result in the deple-
tion of dissolved oxygen in water. This is then followed by the
death and decay of aquatic life and degradation of the water
quality.11,12,13
It is for the above-mentioned reasons that a simple and sensi-
tive analytical method is desirable for the monitoring and
routine analysis of nitrates, nitrites and phosphates, both in
water and soil samples.
Several analytical techniques such as electrophoresis,14
potentiometry,15 gas chromatography (GC)2, ion exchange
chromatography (IC),16 and high-performance liquid chroma-




3– in different samples. Many of these tech-
niques (e.g. electrophoresis) suffer from drawbacks such as
interferences caused by sample matrix17 and/or lack of repro-
ducibility of retention times which can cause errors in peak iden-
tification.18 Although electroanalytical techniques such as
potentiometry, amperometry, voltammetry and polarography
do not suffer from interferences and do not require extensive
pre-treatments,19 they however tend to suffer from poor
reproducibility upon reuse15 due to poisoning of the biosensor
films used in them. GC cannot be used in the determination
of PO4
3– due to its requirement that the analyte be highly
volatile.20,21
IC is normally the method of choice for the determination of
these nutrients. Examples include the analysis of water (natural,
waste and seawater),16 sediments,22 fertilizers and soils,23 food-
stuffs,23 dairy products24 and clinical fluids.25 Although IC is
characterized by high sensitivity, it is prone to temperature
variations and matrix effects – particularly in the determination
of nitrate in the presence of chlorides (Cl–), sulphate (SO4
2–) and
bromide (Br–).26,27 Modifications to try and circumvent this prob-
lem resulted in lower sensitivities and poor resolution between
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the analyte and interferents peaks.28 In order to circumvent these
difficulties, extensive sample preparations and separation steps
are needed, which usually lead to increased overall determina-
tion time and low sample throughput.5,24
HPLC is a much more rapid, sensitive and selective technique
than most methods of analysis, hence it is a better choice for the
determination of nitrate, nitrite and phosphate in water sam-




been carried out using HPLC, the simultaneous determination
of these analytes are limited. The objective of this study was
therefore to develop a specific, sensitive, cost-effective, and
reliable analytical method that can be applied in the simulta-
neous determination of nitrate, nitrite and phosphate. The
attributes of the developed method (e.g. precision, accuracy,
LOD, etc.) were determined by comparing HPLC results with
those obtained from the IC method.
2. Materials and Methods
All commercially available reagents (potassium dihydrogen
phosphate, sodium nitrite, sodium nitrate, potassium thio-
cyanate) used in this study were of analytical-reagent grade and
were used without further purification. HPLC grade methanol
and acetonitrile were used as solvents. Distilled, de-ionized
water (DDW, 18 W cm–1) was used in all sample preparation
procedures. All glassware used was soaked in 10 % HCl for 24 h,
and rinsed several times with DDW prior to use.
Different mobile phase compositions in various mixture ratios
using methanol (Sigma-Aldrich, Steinheim, Germany), aceto-
nitrile (Sigma-Aldrich, Steinheim, Germany) and DDW, were
used to elute the prepared analyte standards.
A Dionex, seven-anion standard mixture (purchased from
Thermo Fisher Scientific, California, USA), which contains a
mixture of F– (20 ppm) , Cl– (100 ppm), NO2
– (100 ppm), Br–
(100 ppm), NO3
– (100 ppm), PO4
3– (200 ppm) and SO4
2– (100 ppm)
was used to prepare calibration mixtures for nitrate, nitrite and
phosphate within a working range of 1 to 100 ppm in DDW.
Working standards were freshly prepared daily in 50 mL volu-
metric flasks.
2.1. Sample Collection
Wastewater samples were collected from the Glenvalley
Wastewater Treatment Plant (GVWTP) in Gaborone, Botswana,
on 24 February 2015. Samples were collected from the treatment
plant at the inlet, primary settlement tank, secondary settlement
tank, aeration tank and final effluent. They were immediately
taken to the laboratory and stored at 4 °C until further analysis.
2.2. Experimental
2.2.1. Sample Preparation
Water samples were filtered through a 0.45 µm Minisart® Plus
syringe membrane filter into a 100 mL volumetric flask. KSCN
was added as an internal standard and the solution made up to
the mark with water. KSCN was used because its retention time
was found to be close to that of the analytes of interest. Further-
more, it is not expected to be present in the wastewater samples.
The solution was then analyzed using HPLC and ion chroma-
tography as outlined in sections 2.2.2 and 2.2.3, respectively.
2.2.2. HPLC Method Optimization
Analyses with HPLC-UV were performed using an Agilent
Technologies HPLC-UV (Agilent Infinity Series 1260 – DAD)
equipped with a diode array detector and manual injection,
with a loop volume of 20 µL. The software used was an OpenLab
CDS Chemstation Software. In order to achieve the best method
characteristics, the main parameters leading to a good separa-
tion in HPLC (mobile phase composition, temperature, pH, flow
rate, etc.) were optimized.
The stationary phase used was a Phenomenex Synergi Polar-
RP LC column, with the dimensions: 150 × 4.6 mm 4 µm, 80 Å.
The wavelength of maximum absorbance for all the analytes
was determined with an Evolution 201 UV-Vis spectrophoto-
meter (Thermo Scientific, USA), set to scan peaks at l = 190 nm
to 800 nm. A mixture of standard solutions of NaNO3, NaNO2
and Na3PO4 was then made, in which the concentration of each
of the analytes was 20 ppm each. This mixture was also scanned
using the same UV-VIS spectrophotometer at a wavelength
range of 190–800 nm. For all the analytes of interest, lmax was
found to be 207 nm. This wavelength was then used for all subse-
quent experiments using an Agilent Technologies HPLC-UV
equipped with a diode array detector.
Different mobile phase compositions in various mixture ratios
using methanol, acetonitrile and DDW, were used to elute the
prepared analyte standards. Experiments were carried out using
methanol, acetonitrile and water at various methanol:water and
acetonitrile:water ratios (from 100:0 v/v to 0:100 v/v each). A
mixture of the analytes (in which the final concentration of
each analyte was 20 ppm) was injected at these mobile phase
compositions in order to investigate and optimize the separa-
tion.
The pH of the mobile phase was altered by adding concen-
trated H2SO4 to the aqueous part of the mobile phase so as to
vary the pH of the aqueous part in the range of 0.5 to 6.5, at incre-
ments of 0.5 units. A mixture of the analytes (20 ppm each) was
injected at each pH value in order to investigate and optimize
the separation of the different analytes.
Column temperature was varied from 10 °C up to 70 °C, at
increments of 5 °C for experiments carried out using both metha-
nol and acetonitrile as organic modifiers.
Optimization of the mobile phase volumetric flow rate was
carried out in the range of 0.2 mL min–1 to 1.5 mL min–1 using the
optimum conditions found for other HPLC parameters as
explained above. The best separation conditions, hence the
optimum mobile phase flow rate, was determined based on the
resolution between the different components at each flow rate.
The total analysis time was also taken into consideration.
2.2.3. Ion Chromatography (IC) Analysis
A Dionex ICS-2100 Ion Chromatography system equipped
with an auto-sampler (injection volume = 5 mL) and Chrome-
leon® Chromatography Data System software were used in this
study. The chromatography system was fitted with a 2 × 250 mm
IonPac AS18 Analytical Column, preceded by a 2 × 50 mm
IonPac AG18 Guard Column. The EGC III KOH Cartridge was
used as an eluent source, set to produce an eluent of 32 mM
potassium hydroxide. The column temperature was set to 30 °C
and the flow rate set at 0.25 mL min–1. Detection was carried out
using a DS6 heated conductivity cell.
2.2.4. Recovery Calculations
The accuracy of the HPLC method was expressed through
recovery calculations using wastewater samples that had




3–, respectively. Three different concentra-
tions of each analyte were prepared by measuring 2.5 mL of the
wastewater sample in three different volumetric flasks, then
spiking with different amounts of 1000 ppm stock solution (of
each analyte) and making up to 10 mL final volume with DDW.
This formed final concentrations of 10 ppm, 50 ppm and
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100 ppm each of NO2
–, NO3
–, and PO4
3– in the different volumet-
ric flasks. The blank was determined by analysing DDW. These
spiked samples were then analyzed with both HPLC and Ion
chromatography.
3. Results and Discussion
3.1. HPLC Method Optimization
Figures 1 and 2 show the chromatograms which were obtained
using a 20 ppm mixture of nitrate, nitrite and phosphate stan-
dards at an optimum wavelength of 210 nm.
Elution was improved by increasing the amount of the
aqueous component (CH3CN:acidified H2O = 55:45 v/v). This
resulted in a better resolution between all the three analytes
(Fig. 2). An additional increase in the polarity of the mobile phase
(CH3OH:acidified H2O = 50:50 v/v) resulted in loss of resolution
even though there was a slight improvement in the shapes of
some peaks. Further loss of resolution resulted when the mobile
phase was made more polar.
Since a high throughput and productivity was also required,
the time of analysis (i.e. method run-time) was also considered.
A method with a short run-time saves time and expense, hence it
is preferred. Baseline resolution of all the three analytes was
achieved at the shortest possible time (3 min; Fig. 2) using a
mobile phase composition of MeCN: acidified H2O (pH 2.7) =
55:45 v/v. This is an improvement when compared to the ion
chromatography method, which has a total run time of more
than 10 minutes (see Fig. 4).
3.2. Analytical Parameters
The developed HPLC method was validated by determining
its figures of merit (accuracy, precision, linearity, limits of detec-
tion (LOD) and quantification (LOQ)). The results obtained
from the developed method were comparable with those from
the traditional IC method. Table 1 shows the numerical values of
the concentrations obtained by the two methods.
As shown in Table 1, the recoveries for all samples at all levels
were found to be above 88.4 %. The high level of accuracy,
together with low RSD values (which were found to range from
1.3 % (NO2
–) to 4.9 % (PO4
3–)) indicate that the HPLC method
is accurate and precise – hence reliable and its results can be
trusted.
Linearity was assessed based on a plot of the analyte peak area
ratios to IS (KSCN) against analyte concentration. The results
proved to be linear and acceptable, as the correlation coefficients
(R2) were greater than 0.999 for all the analytes (Table 2).
Linear Dynamic Range (LDR) was determined over the
concentration range of 0.2–200 mg mL–1, which is a significant
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Figure 1 Chromatogram for a mixture of NO2
–, NO3
–, PO4
3– and KSCN– (20 ppm each) standards by HPLC-UV using 100 % acetonitrile at a wave-
length of 210 nm (n =  3). Peak letters correspond to the following substances: (a) NO3
–, (b) NO2
– , (c) KSCN– (internal standard) and (d) PO4
3–.
Figure 2 Chromatogram obtained in the separation of NO2
–, NO3
–, KSCN and PO4
3– (at a final concentration of 20 ppm each) with a mobile phase
composed of CH3CN:acidified H2O = 55:45 v/v. Peak letters correspond to the following substances: (a) NO3
– , (b) NO2
–, (c) KSCN and (d) PO4
3– (n = 3).
progress when compared with most methods for the analysis of
nitrate and nitrite, which are linear over only very narrow con-
centration ranges. These wide linearity ranges enabled quantifi-
cation of the analytes at different process points.
The calibration sensitivity, defined by IUPAC29 as the slope of
the calibration curve is also reported in Table 2. The high sensi-
tivity values obtained for the analytes imply that low injection
volumes will be adequate for detection.
The limits of detection (LODs) and limits of quantification
(LOQs) were estimated based on the signal background noise.
Chromatograms resulting from the analysis of the standards
with the lowest concentration (0.01 mg L–1) were used in the
calculation of the level of noise30. The LODs and LOQs were
calculated from Equations 1 and 2, respectively
LOD =  yB, + 3 × sB (n = 7) (1)
LOQ =  yB, + 10 × sB (n = 7) (2)
where yB = blank signal, and sB = standard deviations of the
blank samples spiked with low concentration of analytes.
The LODs obtained by the HPLC-UV/DAD method are given
in Table 3.
These values are considerably higher than the LODs obtained
by IC and the limits established by WHO31. Nevertheless, they
are lower than the typical concentrations of these analytes in
wastewater samples, therefore the HPLC method is still valid for
analysis of this type of samples.
3.3. Application of Method to Wastewater Samples
Wastewater entering the GVWTP contains considerable
amounts of nitrates, nitrites and phosphates due to the chemi-
cals used in both households and industries. The purpose of the
treatment plant is to reduce the amount of these analytes as the
water goes through the different treatment stages.
The selectivity of the method was established by the analysis of
water samples obtained from the inlet of the wastewater treat-
ment plant. These are the dirtier samples as they have not yet
undergone any treatment. No interferent peaks were observed
at the retention times of NO2
–, NO3
– and PO4
3– in any of the
samples (Fig. 3). A chromatogram obtained from the analysis of
the same sample by ion chromatography is shown in Fig. 4.
Since ion chromatography is not selective to the analytes of
interest, it is prone to interferences which result from matrix
components. More often than not, it was difficult to integrate the
nitrite peak quantitatively due to the interference caused by
chloride. As a result, analysis by ion chromatography requires
more sample clean-up steps to remove the interfering species.
This increases the overall analysis time and sample handling
steps, which may lead to sample losses and/or the introduction
of artifacts.
IC was however found to be more precise than HPLC. Table 4




3– in wastewater tanks.
Standard deviation values and %RSD (ion chromatography)
range from 0.44–3.6, while %RSD (HPLC) range from 1.4–5.2.
The effects of treatment process on the amount of PO4
3– is
shown in Fig. 5.
The water obtained from the effluent tank (at the end of the
treatment process) was found to have 9.11 % of the amount of
phosphate initially present at the inlet. This translates to a phos-
phate removal efficiency of 90.89 %. Similar trends were
observed for nitrites and nitrates, with a removal efficiency of
97.59 % and 87.99 %, respectively (see Table 5).
The removal of nitrogen in the water occurs through nitrifica-
tion – a process in which ammonia is biologically converted to
nitrite and subsequently to nitrate.32, 33 This process is followed
by denitrification, where nitrate is reduced to nitrogen gas.34 It is
due to the denitrification process that the amounts of NO2
– and
NO3
– are reduced as the water travels to the secondary settling
tank, aeration tank and contact tanks.
The removal of phosphate in the wastewater is also seen to be
effective since the phosphate amount decreases as the waste-
water travels through the treatment process. Phosphorus in
wastewater can be removed biologically by polyphosphate-
accumulating organisms, which accumulate large quantities of
phosphate within their cells.35,36 Chemical removal of phospho-
rus in wastewater also occurs through precipitation with lime,
alum or iron.40
Although the removal efficiency of these nutrients is satisfacto-
rily high, the amounts of the analytes in the effluent were still
above the limits set by the Water Utilities Company as shown in
Table 5. This is in contrast to the studies done in 2005 by Nkegbe
et al.,38 who found the effluents to be above the maximum allow-
able effluent levels of <1 (PO4
3–) and <5 (NO3
–), thereby imply-
ing that the wastewater treatment process is not functioning
accordingly in the removal of the analytes of interest from
wastewater. This water however undergoes further natural
treatment as the effluent from the plant is released to maturation
ponds and then discharged to the Notwane River. Some of the
water is used to irrigate golf courses, lawns and crops grown
under the Glen Valley irrigation project.39
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Table 1 Recoveries of nitrite, nitrate and phosphate spiked into waste-
water samples (n =  5).
Analyte Technique % Recovery at concentration level
5 ppm 50 ppm 150 ppm
NO2
– HPLC 92 ± 7 94.3 ± 0.1 100 ± 1
Ion Chrom 98.8 ± 0.2 98 ± 1 102 ± 3
NO3
– HPLC 111 ± 3 93 ± 1 97 ± 1
Ion Chrom 98 ± 1 97.7 ± 0.4 94 ± 1
PO4
3– HPLC 94 ± 2 88.4 ± 0.2 98.9 ± 0.4
Ion Chrom 98 ± 1 93.1 ± 0.2 96.8 ± 0.2




using the developed HPLC-UV/DAD method (n =  5).
Analyte Calibration equation R² LDR/ppm
Nitrite y =  0.0608x + 0.0050 0.9995 0.2–200
Nitrate y =  0.3188x + 0.1280 0.9996 0.2–200
Phosphate y =  0.0956x + 0.0269 0.9991 0.2–200
Table 3 LOD and LOQ values of HPLC and ion chromatography for the analytes of interest. All values are given in mg L–1 (n =  5).
Analyte Nitrite Nitrate Phosphate
Method LOD LOQ LOD LOQ LOD LOQ
HPLC 0.45 ± 0.01 1.50 ± 0.05 9.5 ± 0.4 31.5 ± 1.1 1.33 ± 0.06 4.4 ± 0.1
Ion Chrom 0.14 ± 0.01 0.49 ± 0.02 0.34 ± 0.06 1.13 ± 0.06 0.26 ± 0.01 0.880 ± 0.02
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Figure 3 HPLC-UV chromatogram of raw wastewater sample collected from the inlet of the wastewater purification plant. Peak letters correspond to
the following substances: (a) NO3
– , (b) NO2
–, (c) KSCN and (d) PO4
3– (n =  3).
Figure 4 IC chromatogram of raw wastewater sample collected from the inlet of the wastewater purification plant. Peak letters correspond to the
following substances: (a) Fl–, (b) Cl–, (c) NO2
–, (d) Br–, (e) SO4
2–, (f) NO3
– and (g) PO4
3– (n =  3).
Figure 5 Concentration profile of phosphate along the different holding tanks in the GVWTP at a mobile phase composition range of MeCN:H2O =
55:45, flowrate of 0.800 mL min– and a column temperature of 30 °C (n =  5).
4. Conclusions
The use of HPLC technique in this study demonstrated its




3– in water samples. Furthermore, HPLC is
fast and does not require extensive sample preparations, which
may lead to sample losses and the introduction of artifacts. It also
does not require derivatization, hence avoids the use of many
reagents – some of which may be hazardous. Furthermore,
HPLC is efficient and economical as it requires the use of fewer
amounts of reagents. A single injection in HPLC requires filling a
20 µL loop. In contrast, IC requires a sample volume of 5 mL, all
of which is consumed in a single injection.
The developed method was employed to quantify nitrite,
nitrate and phosphate content of water from different stages of a
wastewater treatment plant. The analyte concentrations were
found to be reducing at each stage of treatment, with percentage
removal of 97.6 % (NO2
–), 87.9 % (NO3
–) and 90.8 % (PO4
3–).
Although the final effluent has not been tested for the
presence/absence of pathogenic organisms, it is, however,
environmentally friendly with regards to the analytes of interest
and may be used for applications which do not require potable
water (such as irrigational or industrial purposes). Although this
may not directly augment existing water sources, it may provide
an additional source of water supply which will assist in meeting
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